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The Iliac  Challenge é

DEBATE  :  BMS  -  CS  in Iliacs
Å TASC  A & B

V Majority  of  Iliac lesions 

V No difference in outcome  BMS  -  CS

Å TASC  C & D

V Questionable historical  data

V Different opinions among KOL

Å Lack of data / subgroup analysis
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What ñevidenceò will  drive dicision  making
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Guidelines é 

&

Future 
Directions  

for  our clinical  
practice 

The Iliac  Challenge é

1 BMS Right - 2 BMS Left Iliac 
          Restorer ( IVascular )
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BMS vs CS : Meta-Analysis  &  Review
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ILIAC  treatment : 3 + 1  RCT
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BMS vs CS : Meta-Analysis  &  Review

BMS : 47%  TASC  C&D
CS : 62%  TASC  C&D

Significant more CS in TASC D
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BMS vs CS : Meta-Analysis  &  Review

Prim Patency

Reinterventions

ABI  Change
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ILIAC  treatment : 3 + 1 RCT
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COBEST  RCT : BMS  vs  CS (Advanta V12)

5Y
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COBEST  RCT : BMS  vs  CS (Advanta V12)

Κ Χ /{ Υ bƻƴ-Inferiority trial vs BMS
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COBEST  RCT : BMS  vs  CS (Advanta V12)
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2

ÅTASC B-C-D lesions
ÅExternal iliac treatment was 

excluded but not evaluated 
seperately during FU
Å1 CS -  multiple BMS           

(5,8 % Self Expanding Stents)
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34,3 % of 83 lesions in CS group : 
TASC C :  > 23 lesions

12,9% occlusions in CS duplex group

15 ς 20 % Ą of 83 lesions Č  16 
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15 ς 20 % Ą of 83 lesions Č  16 

34,3 % of lesions in CS group : 
TASC C :  > 23 lesions
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TASC  B Binary Restenosis All  Lesions Freedom from  Occlusion
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