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SNS BMS or Covered Stent



MASAHIKO FUJIHARA NOZAKI TOKUSHUKAI HOSPITAL OSAKA Japan

Rupture and/or false aneurysm were observed in 0.8% (5/657)

Eric Allaire, Ann Vasc Surg. 2003;17(3):306-14.

Critical complications to relate EVT procedure
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SCAI guidelines on device selection 

Dmitriy N. Feldman, Ehrin J. Armstrong et al. Catheter Cardiovasc Interv. 2020
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SES(BMS) BES(BMS) BES(Covered Stent)

Aorto-iliac bifurcation 〇 ◎ ◎

Focal CIA lesion 〇 ◎ ◎

Diffuse CIA lesion ◎ ◎ ◎

Focal EIA lesion ◎ 〇 〇

Diffuse EIA lesion ◎ 〇 〇

Focal Calcified 〇 〇 ◎

Diffuse Calcified 〇 〇 ◎

CTO 〇 〇 〇

CTO diffuse 〇 〇 〇

ISR focal △ △ 〇

ISR diffuse △ △ 〇

Dmitriy N. Feldman, Ehrin J. Armstrong et al. Catheter Cardiovasc Interv. 2020

Class of recommendation◎-Class I〇-Class IIa △-Class IIb ×-Class III
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70`s Male R3 Severe Claudication

The more complex the lesion, the more useful CS becomes.
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Calcification, Bifurcation, Tortuosity, Subintimal



Osaka · 21st and 22nd November 2025 

J-EVT | Trends in the Usage Frequency of CS for the AortIliac
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Japan Korea Taiwan
Hong 

Kong
China

Australia

NZ
Singapore India Thailand Indonesia Philippine Vietnam Malaysia

VIABAHN VBX GORE A X A X C A A X X X X X X

LIFESTREAM BD A A X X C A X C A X X X X

iCAST Getinge X X X X X X X X X X X X X

V12 Getinge X B

Begraft Bently X B A C B

Radiant Medtronic X B

iCover iVascular X B A C A B

As of April 2025, according to Fujihara's research

A Approval and Reimbursement →Approval and 100% full Reimbursement

B Available depending on the hospital →Approval and not full reimburse, available limited hospital

C Available if the patient pays an additional fee →Approval and not full reimbursement, available for all hospitals and patients pay an additional fee

X No approval → There is no device in the peripheral field.

Approval Status of Covered Stent in Asia Pacific
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